
Fault Finding & Troubleshooting 

Centrobed Technical Support: Bed Fault Finding Guide - Quoddy/ Jupiter/ Scotia:  
 

 

Quoddy/ Jupiter/ Scotia:  
 
No Power – Section 1  
Back rest not working – section 8  
Bed doesn’t go up and down – Section 9  
Nothings working – Section 1  
Handset not working – Section 2  
Bed stuck in position – Section 3  
Bed  moving on its own – Section 2  
Bed Noisy – Section 9  
Air Mattress Beeping   
  
Checklist    
NOT DOING ANYTHING The bed 
will not do anything no matter what 
buttons on the handset are 
pressed.  

Check the bed is switched on - see Section 1  
  
Check the lock key is plugged in - see Section 2  
  
Check the handset is plugged in - see Section 3  

SOME FUNCTION WORK    
Back and / or knee not working - see Section 4   
  
Up and down not working - see Section 5  

  
Section 1 - Check the bed is switched on.  
 Check the charger is plugged in at the wall and connected via the plug to the bed. When you have 
checked the switch at the wall, make sure the mains socket is off and follow the cable towards the 
bed, checking for damage. If the bed is still not working try plugging the bed into a different socket.  
Section 2 - Check the locking key is plugged in.  
 If your handset features a locking key below the button or on the back off the handset, ensure the key 
is plugged in correctly. Further Details: If the socket where the key plugs into is loose, the wires may 
have become detached. If this has happened you will need to replace the handset.  
Section 3 - Check the handset is plugged in.   
Check for any damage to the handset. If you do not find any damage, follow the cable to the control 
box and check the handset is fully pushed in.  
  
Section 4 - Back or knee not working.   
If either the backrest or knee section of the bed is not working, then check the following: 1. Check 
there is nothing stopping the side sections lowering fully (ie Check there are no objects restricting 
movement under the bed) 2. The motors are both plugged into the control box correctly, the sockets 
are marked 4 and 3. 3. The handset is fully plugged into the control box  
Section 5 - Up and down not working.   
First ensure that the handset is plugged in properly. Secondly, determine which type of ends you have 
on your bed. The two types are referred to as “Standard - 1 motor end” or “Heavy duty 2 motor ends”. 
Check the handsets for either type.   
Standard Ends.   
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This type has 1 motor end per bed. These are the white boxes located between the wheels. Check 
that the cables from the motors at the end of the bed are plugged into the control box.   
  

 
Heavy-duty 2 motor ends -   
These ends have 4 motors to lift the bed. Every corner of the bed has an alloy tube with a plastic 
motor casing at the bottom. This type of bed may have another handset for operating the high / low 
functions of the bed. Next raise the bed to its maximum height by using the up button on your 
handset. If this doesn’t work follow the cables from each of the motors to the “4 motor control box”. 
Ensure all cables are plugged in properly, there should be 6 cables. Two of these cables should plug 
into the main control box on the outer side of the bed. Check these are plugged in.   
Power Cut.   
The Jupiter bed is a mains power operated bed. If a power cut occurs then the bed will not work.  
 
Section 9 - Up and down not working  
 First you must ensure that the handset is plugged in. Next, figure out the type of ends you have on 
your bed. The two types are referred to as “Standard - 1 motor end” or “Heavy duty 2 motor ends”. For 
either type check the handsets  
 

Standard Ends  
 This type has 1 motor end per bed. They are black or dark Brown plastic boxes located between the 
wheels.Check that the cables from the motors at the end of the bed are plugged into the control box 
[Look at section 12 to find the control box]  
 

Heavy-duty 2 motor ends - These ends have 4 motors to lift the bed. Every corner of the bed has an 
alloy tube with a plastic motor casing at the bottom. This type of bed may have another handset for 
operating the high / low functions of the bed. Next raise the bed to its maximum height by using the up 
button on your handset. If this doesn’t work follow the cables from each of the motors to the “4 motor 
control box”. Ensure all cables are plugged in properly, there should be 6 cables. Two of these cables 
should plug into the main control box on the outer side of the bed. Check these are plugged in.   
  
 

 


